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Abstract
Background It is generally assumed that safety of tissue
manipulations during (laparoscopic) surgery is related to
the magnitude of force that is exerted on the tissue. To
provide trainees with performance feedback about tissue-
handling skills, it is essential to deﬁne objective criteria for
judging the safety of applied forces. To be of clinical rel-
evance, these criteria should relate the applied forces to the
risk of tissue damage. This experimental study was con-
ducted to determine which tractive forces during suturing
cause tissue damage in different types of porcine tissues.
Methods Tractive forces were applied on eight different
tissue types (fascia, aorta, vena cava, peritoneum, small and
large bowel, uterus, and fallopian tube) of 10 different pigs
by placing increasingly higher loads on sutures in the tissue.
We determined the load at what tissue damage occurred
through visual inspection of the tissue. For each tissue
sample, three consecutive measurements were performed.
Results The average maximum acceptable force varied
between 11.43 N for fascia to 1.25 N for fallopian tube.
The difference in allowable force between these two
structures is almost tenfold. Small bowel can be handled
with a tractive force almost 1.5-fold higher than large
bowel.
Conclusions Each tissue type was found to have its own
individual range of acceptable maximum forces before
visual tissue damage occurs. With the results presented in
this study, it is possible to provide clinically relevant and
validated feedback to trainees about their tissue-handling
skills.
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It is well established that basic surgical skills should
preferably be trained in a nonclinical setting [1–3]. Espe-
cially complex surgical tasks such as those performed in
laparoscopic procedures place higher demands on the
motor skills of the surgeon and require extensive training.
This training can be done in box or virtual-reality trainers
or pig models and is currently mainly focused on time and
economy of movement. In clinical practice, the gold
standard is to manipulate tissue as gently as possible and
only if necessary, because every manipulation or dissection
creates tissue reaction. However, the loss of haptic feed-
back in minimally invasive surgery (MIS), due to resis-
tance inside the trocars and the use of long laparoscopic
instruments, hinders the estimation of applied forces in
instrument–tissue interaction [4, 5]. This problem trans-
lates, for example, into more difﬁculties when learning to
safely apply force in a laparoscopic grasp than to learn the
same with barehanded lifts [6]. To facilitate training of
tissue-handling skills, a force measurement platform has
been developed for the box trainer [7]. This force platform
provides the trainee with objective feedback of the forces
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and Other Interventional Techniques applied on tissue during a suture task. The pilot study of
this article suggested that a novice can apply forces up to
7 N during needle driving [7]. However, information about
the applied forces does not have any clinical relevance if
not related to in vivo tissue damage. The current study was
conducted to determine the difference in strength for dif-
ferent types of fresh post mortem porcine tissue when
tractive forces are applied on a single suture.
Methods
The amount of tractive force on a suture that causes visually
detectable tissue damage was investigated in eight different
types of porcine tissue (fascia, aorta, vena cava, peritoneum,
small and large bowel, uterus, and fallopian tube) in 10 dif-
ferent pigs. All porcine tissues were acquired from a
slaughterhouse on request and immediately stored in physio-
logic saline solution at maximum temperature of 7Ct o
conserve the tissue until the measurements were performed.
Measurements were performed within 6 h after slaughter.
An experimental setup was built to apply tractive forces
on a suture (Fig. 1). With this setup, tractive forces up to a
maximumof13 Ncouldbeplacedonthesuturebymeansof
adding weights of 50 g (approximately 0.5 N) in gradual
load steps. During every load step tractive force was applied
for 1 min. Between load steps, the tissue was completely
relieved of tractive force before the next load step was
examined (i.e., another 50 g was added). To minimize the
inﬂuence of friction in the experimental setup, the cable was
guided by two pulleys with special low-friction bearings.
TheexampleinFig. 2showstheforceandrupturegraphofa
force measurement on a single tissue sample of large
intestine.
Beforethemeasurementsstarted,tissuewaspreparedand
ﬁxed to a plateau (Fig. 1A), meaning that an ample size
tissue sample was taken and hollow structures (aorta, vena
cava, bowel, etc.) were cut open and laid ﬂat on the plateau.
During opening of the hollow structures (i.e., aorta, vena
cava,bowel),thetissueinthesutureareawasnotstretchedor
grasped to prevent changes in the force characteristics of the
tissue. While ﬁxing tissue samples to the plateau, irregular-
itiesinthefoldingofthetissueweresmoothenedoutwithout
causing tissue damage. Once the tissue sample was ﬁxed to
the plateau, it was moistened throughout the measurement
with physiologic saline solution (similar to that in which it
had been stored) to prevent dehydration. Vicryl 3-0 suture
packs of Ethicon (with 26-mm round needle) were used
to suture. Every suture was placed on a homogeneous part
Fig. 1 Tissue measurement
system built for tractive force
measurements. Tissue can be
ﬁxed on the plateau (A).
Example of how the suture
width (B) and height (C) are
standardized before the force
measurement starts
Fig. 2 Representation of a force measurement as performed on a
single tissue sample of large intestine. As the force on the wires
increases after each load step, the tissue ﬁnally starts to rupture during
the third step. During the fourth step, the rupture speed exceeds
2 mm/min and the measurement is ﬁnished
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123of the tissue sample, and irregularities such as small blood
vessels and ﬁbroid tissue were avoided as much as possible.
Threetractiveforcemeasurementswereperformed onevery
tissue sample. Between two separate measurements a mini-
mum distance of 20 mm was kept so that damage which
originated from prior measurements did not inﬂuence the
current measurement. The distance between the insertion
and exit point of the needle was 8 mm at minimum and
11 mm at maximum (Fig. 1B). The two wires of the suture
were knotted at a minimum distance of 50 mm measured
fromthetissuetotheknot(Fig. 1C).Foreverymeasurement
two values were registered:
(1) The mass of the load at which the ﬁrst sign of
macroscopic damage was noted.
(2) The mass of the load at which the tissue sample
started to rupture; rupture was deﬁned as the insertion
or exit hole of the suture becoming larger at a speed
of 2 mm/min.
All measurements were done by two investigators. If one
investigator could not clearly determine whether tissue dam-
agestartedtooccur,theotherinvestigatorwasconsultedanda
consensus was reached after applying further load steps. In
ambiguous cases a blue light was lit underneath the tissue.
Using this approach, tissue damage such as small punctures
could reliably be detected through visual inspection (Fig. 1).
Acontrolgroupwascreatedtodeterminewhetherconsecutive
load steps on one suture during a single measurement would
weaken the tissue at the entry and exit point of the suture and
therefore inﬂuence the results. Thecontrol groupconsistedof
twoseparatecontrolmeasurementsperformedoneverytissue
type. For the control measurements, tissues were prepared
similarly to the regular measurements. Sutures were also
placed with Vicryl 3-0 packs of Ethicon and in a similar
mannertotheregularmeasurements.Incontrasttotheregular
measurements, in the control measurements, each tissue
sample was loaded only once. For each of the eight tissue
types, the ﬁrst tissue sample was loaded with the maximum
load as found in the regular measurement with an additional
200 g. For each following new tissue sample, the total load
was decreased by 50 g. The measurements with decreasing
load were repeated until no tissue damage was noticed any-
more. For every measurement, the number of millimeters
(starting with 3 mm) of rupture was registered.
Results
The mean tractive force and 95% conﬁdence intervals (CI)
for each of the different types of porcine tissue are dis-
played in Table 1. Figure 3 shows boxplots of the tractive
forces at the ﬁrst sign of tissue damage and moment of
rupture.
Before tissue damage occurred, the highest tractive
force could be put on fascia and the lowest tractive force on
fallopian tube. The difference in allowable force between
these two structures is almost tenfold. Small bowel can be
handled with a tractive force almost 1.5-fold higher than
large bowel.
Table 1 Tissue damage after loading
Tissue type N First sign of damage Rupture
Mean
mass (g)
95% CI Mean
mass (g)
95% CI
Fascia 30 1,143 1,070–1,216 1,183 1,120–1,247
Aorta 30 987 911–1,062 1,107 1,044–1,170
Vena cava 30 523 464–583 637 555–718
Peritoneum 30 187 163–211 233 202–265
Large
bowel
30 158 136–180 212 188–236
Small
bowel
30 218 196–241 300 274–326
Uterus 30 297 263–331 365 332–398
Fallopian
tube
30 125 101–149 168 147–189
Fig. 3 Boxplots of the tractive force measurements at the ﬁrst sign of
tissue damage and moment of rupture. For each box, the central mark
is the median, the edges of the box are the 25th and 75th percentiles,
the whiskers extend to the most extreme data points the algorithm
considers not to be outliers, and the outliers are plotted individually
as open circles if the value exceeds r and asterisks if the value
exceeds 2r
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comparabletothe results obtained when instantly loading the
tissue with different masses. These results suggest that con-
secutiveloadstepsononesutureduringasinglemeasurement
donotweakenthetissueattheentryorexitpointofthesuture.
Discussion
Each tissue type was found to have its own individual
range of acceptable maximum forces before visual tissue
damage occurred. The variation of the results was rela-
tively small within individual types of tissue, being around
one load step for peritoneum, large and small bowel,
uterus, and fallopian tube and around two or three load
steps for vena cava, aorta, and fascia. The observed vari-
ance in the measurements is presumably mainly due to
natural variation between different pigs and tissue samples.
As such, the presented data can be used to determine
thresholds for feedback about applied forces. With these
thresholds, trainees can be provided with clinically relevant
information about their performance and use this feedback
to adjust their strategy in (laparoscopic) suturing in dif-
ferent type of tissue, therefore mimicking the issue of tis-
sue handling. An earlier study showed the development of
a laparoscopic training system that visualizes the interac-
tion force during a suture task as a colored three-dimen-
sional (3D) arrow on a monitor [8]. In this particular
surgical trainer the data could be used to warn the resident/
student in real time if safety thresholds are exceeded during
needle driving or knot tying.
Previous studies have investigated tissue damage due to
grasping forces [9, 10] and compression loads in porcine
[11] and human organs [12]. However, tissue damage due
to tractive force on sutures has not been studied before.
Heijnsdijk et al. [9] studied tissue damage as a result of the
pulling forces exerted on porcine bowels using various
grasping forceps. The allowable forces reported in that
study were higher than found in the current study. This is
possibly due to the larger contact area of grasping forceps
compared with the contact area of the sutures, so that the
forces are distributed across a larger part of the tissue. In
this study, tractive forces on sutures were investigated
because suturing is one of the most critical aspects of safe
tissue handling, and knowledge about allowable forces
while suturing is therefore crucial.
A limitation of this study is, however, the use of fresh
post mortem porcine tissues. The porcine model was cho-
sen because it is often used as a training model in surgery.
Furthermore, porcine bowel (large and small) has been
shown to have comparable tissue characteristics to human
bowel [9]. Although the tissue was freshly obtained, post
mortem degradation of tissue takes place and could weaken
the tissue and to some degree inﬂuence our results [11].
The inﬂuence of degradation was kept to a minimum by
storing the tissue in physiologic saline solution at a maxi-
mum temperature of 7C and performing the measurements
within 6 h after slaughter. Another limitation of using post
mortem tissue is that there is no bleeding. Whereas
bleeding normally is one of the ﬁrst signs of tissue damage,
the investigators in this study depended on macroscopic
enlargement of the puncture holes. Although it was
attempted to determine tissue damage as precisely as pos-
sible, by judgment of two investigators and use of facili-
tating tools such as the blue light (Fig. 1), it cannot be
guaranteed that certain microscopic tissue damage had not
already occurred. In fact it is quite plausible that micro-
scopic tissue damage precedes macroscopic tissue damage
and that microscopic tissue changes could occur before the
load step at which macroscopic tissue damage was noted.
However, during surgery, the surgeon also depends on
visual judgment of macroscopic changes of the tissue to
determine tissue damage, therefore the method used in this
study approaches the clinical setting as much as possible.
The measurements were done in load steps with a
maximum applied force of 13 N. In some cases, especially
with the fascia and aorta measurements, damage did not
occur even at the load step of 13 N. Hence, the tissue can
take on forces above 13 N without the occurrence of
macroscopic tissue damage. Because it was determined
beforehand that forces above 13 N are not applicable for
the training setup, the measurement stopped at 13 N. This
distorts the mean and median results for fascia and aorta,
for which the true mean and median values could lie above
Table 2 Tissue damage after loading: control measurements
Tissue Measurement Mass (g) tissue
damage
Mass (g) no tissue
damage
Fascia 1 1,300 1,200
2 1,300 1,200
Aorta 1 800 700
2 1,000 800
Vena cava 1 500 400
2 600 500
Peritoneum 1 200 100
2 150 100
Large
bowel
1 300 200
2 200 100
Small
bowel
1 300 200
2 350 300
Uterus 1 300 250
2 500 400
Fallopian
tube
1 100 50
2 150 50
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not be a problem for the thresholds in the proposed training
program, as training of tissue handling will logically be
done with thresholds that lie much lower, such as those of
large/small bowel, uterus, fallopian tube, or peritoneum.
In this study, the load on the tissues was slowly
increased by hand until the tissue was carrying the load on
its own (Fig. 2). This way of tissue loading is different
from a fast short jerk on the suture wires. During a fast jerk,
the moving instruments and surgeon’s arms are instantly
stopped by the tensioned wires. This fast deceleration of
mass results in very short-lasting but high reaction forces in
the suture and tissue. Further studies are necessary to
determine whether the threshold values found after a
slowly increasing load resemble threshold values found
after a fast increasing load.
Conclusions
It is evident that training of tissue-handling skills in a
nonclinical setting is crucial for patient safety. The pre-
sented data can be used to establish safety thresholds in
skills training models (box trainer) that provide force
feedback to the trainee during a suture tasks. With the
determined safety thresholds it becomes possible to teach
the resident/student to link the disturbed force feedback
at the instrument handles to visually perceived tissue
deformation.
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